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Abstract. Estimates of the rate of production of excited oxy-
gen atoms due to the photolysis of ozone (J (O1D)) have been
derived from radiation measurements carried out at Cape
Grim, Tasmania (40.6◦ S, 144.7◦ E). The individual measure-
ments have a total uncertainty of 16 % (1σ ). These esti-
mates agree well with model estimates of clear-sky photol-
ysis rates. Observations spanning 2000–2005 have been used
to quantify the impact of season, clouds and ozone column
amount. The annual cycle of J (O1D) has been investigated
via monthly means. These means show an interannual vari-
ation (monthly standard deviation) of 9 %, but in midsum-
mer and midwinter this reduces to 3–5 %. Variations in solar
zenith angle and total column ozone explain 86 % of the ob-
served variability in the measured photolysis rates. The im-
pact of total column ozone, expressed as a radiation ampli-
fication factor (RAF), is found to be ∼ 1.53, in agreement
with model estimates. This ozone dependence explains 20 %
of the variation observed at medium solar zenith angles (30–
50◦). The impact of clouds results in a median reduction of
30 % in J (O1D) for the same solar zenith angle range. In-
cluding estimates of cloudiness derived from long-wave ra-
diation measurements resulted in a statistically significant fit
to observations, but the quality of the fit did not increase sig-
nificantly as measured by the adjusted R2.
1 Introduction
It is widely recognised that the chemistry of the clean tropo-
sphere is driven by a few key oxidising species, with a ma-
jor contributor being the hydroxyl radical (OH) (Crutzen,
1974). The hydroxyl radical reacts rapidly with a wide range
of compounds, including methane, CO and hydrocarbons.
The concentration of OH present in the atmosphere is al-
ways small, but because of its high reactivity it can still play
a dominant role in determining the atmospheric fate of organ-
ics. It has also long been realised that changes in the amount
of OH in the atmosphere could have a profound effect on
global air quality, and there has been a long-term effort to de-
velop techniques to measure the key chemical species (Heard
and Pilling, 2003). The most direct measure is the concen-
tration of OH itself. There are several techniques now in
use for such measurements, including fluorescence, UV ab-
sorption and mass spectrometry (Heard and Pilling, 2003),
although long-term measurement sets are rare (Rohrer and
Berresheim, 2006; Berresheim et al., 2013).
The primary source of OH is through the photolysis of
ozone to produce O(1D) through the reactions
O3+hν
J (O1D)
−−−−→ O(1D)+O2
(
11g,
36−g
)
, (R1)
O(1D)+M
k2
−→ O(3P), (R2)
O(1D)+H2O
k3
−→ 2OH. (R3)
The fraction of O(1D) reacting with water (and hence pro-
ducing OH) (Q) is given by
Q= k3[H2O]/(k3[H2O] +
∑
i
ki[Mi]). (1)
Here the summation is over the collision partnersMi , primar-
ily O2 and N2. Q depends on the amount of water vapour,
but typically around 10 % of O(1D) produced reacts to form
OH (Q≈ 0.1). This can be calculated provided atmospheric
pressure and the water vapour concentration is known, since
the rate constants have been measured (Sander et al., 2006).
The rate of ozone photolysis in Reaction (R1), J (O1D),
can be described by
J (O1D)=
∫
σ(λ,T )φ(λ,T )F (λ)dλ, (2)
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which is the wavelength integration of σ(λ,T ); the
(temperature-dependent) absorption cross section of ozone,
φ(λ,T ); the quantum yield of O(1D) production; and F(λ),
the “spectral actinic flux density”, which is the spherically
integrated spectral radiance. There are a number of measure-
ments of J (O1D) via chemical actinometers (Hofzumahaus
et al., 2004), although due to their nature they are difficult to
deploy for long periods of time, making either filter radiome-
ters or spectral radiometers an attractive alternative (Bohn
et al., 2008).
1.1 Techniques for the measurement of actinic flux
density (F )
There are a range of radiometric techniques used for the de-
termination of actinic flux, and the strengths of various de-
tectors have been assessed by a field comparison experiment
(Bohn et al., 2008). All these techniques relied on calibra-
tions using reference light sources.
1.1.1 Estimating actinic flux density from irradiance
measurements
The ideal viewing geometry for the determination of F(λ)
detects photons from all directions equally (all 4π stera-
dian). For locations not over reflective surfaces like snow,
the upwelling radiation is relatively small, and so most mea-
surements of F(λ) are made viewing down-welling radiation
only (e.g. Junkermann et al., 1989). In the following section
all terms have a wavelength dependence. The (λ) has been
omitted in Eq. (3)–(6). The term “spectral” should also be
used for the quantities listed in these equations. Both omis-
sions have been made for clarity.
Most quantitative UV observations measure global irradi-
ance (E) (the radiative power striking a horizontal plane),
and so there have been a number of attempts to convert global
irradiance into actinic flux (Kazadzis et al., 2004; Kylling
et al., 2003; McKenzie et al., 2002; Schallhart et al., 2004;
Webb et al., 2002).
If it is assumed that there is no upwelling radiation (surface
albedo= 0), the actinic flux is given by
F = F0+F↓, (3)
where F0 is the direct actinic flux and F↓ is the diffuse flux.
Similarly, the global irradiance (E) is given by
E = µE0+E↓, (4)
whereE0 is now the direct beam irradiance,µ= cosθ , where
θ is the solar zenith angle andE↓ is the diffuse irradiance. As
E0 = F0, it is now possible to simply write
F = αE↓+E0 = α(E−µE0)+E0, (5)
where α is the ratio of the diffuse actinic flux to diffuse ir-
radiance. If the diffuse irradiance is not measured, this can
be rearranged into the following relationship suggested by
Kazadzis et al. (2004).
F
E
= α+ (1−αµ)
E0
E
(6)
The ratio α needs to be determined at the wavelengths rele-
vant for the O(1D) photolysis (McKenzie et al., 2002; Webb
et al., 2002), and this will be discussed in Sect. 3.1.
Estimating the ratio of the direct beam to global irradi-
ance (E0/E) has been more difficult. Schallhart et al. (2004)
have therefore used a semi-empirical method which parame-
terised the relationship (F/E) based on the ratio of observed
irradiance to clear-sky irradiance, where the clear-sky irra-
diance is calculated. Using data from four locations, they
found their results gave better agreement between measured
and calculated F (7 %, 2σ ) than that reported using Eq. (6)
and no knowledge of the direct to global irradiance ratio
(Kylling et al., 2003; Webb et al., 2002). Using global irra-
diance measurements combined with direct irradiance every
10 nm, Kazadzis et al. (2004) estimate an overall uncertainty
in F of around 10 % (1σ ).
1.1.2 Strategies for spectral measurements
Three types of systems have been used in the past to deter-
mine J (O1D): a filter radiometer, a scanning spectrometer,
or a diode array/CCD detector equipped spectrometer sys-
tem (Bohn et al., 2008; Hofzumahaus et al., 2004). Each
approach has limitations. The filter radiometer measures at
a fixed wavelength range, which needs then to be calibrated
using the actual atmospheric ozone column and solar zenith
angle factors (Bohn et al., 2004). The scanning spectrometer
takes time to scan through the spectrum, rather than mea-
suring at a fixed time, leading to measures that are “time-
smeared” rather than “time-averaged”. For the production of
a short-lived species like O(1D) this can lead to difficulties
in comparing with other measurements. Finally, the diode ar-
ray/CCD system needs to have well-characterised stray-light
corrections applied (Bohn et al., 2008; Hofzumahaus et al.,
2004; Edwards and Monks, 2003).
1.2 Estimates of J (O1D) at Cape Grim
The Cape Grim Baseline Air Pollution Station (“Cape
Grim”), (40◦40′56′′ S, 144◦41′18′′ E) is a site near the north-
west tip of Tasmania that experiences periods of clean mar-
itime air from the Southern Ocean. During two intensive
measurement campaigns SOAPEX-1 (1995) (Monks et al.,
1998) and SOAPEX-2 (1999) (Creasey et al., 2003), filter ra-
diometers have been deployed to measure J (O1D). During
SOAPEX-2 the OH concentration was also measured. The
measurements during the second campaign clearly demon-
strated a simple link between O(1D) production and OH con-
centrations in clean atmosphere conditions (Creasey et al.,
2003).
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As part of the Cape Grim measurement programme, spec-
tral UV-B irradiance (both global and diffuse) has been mea-
sured routinely. The purpose of this work is to use the spec-
tral UV-B measurements to estimate J (O1D) for the period
2000–2005, to assess estimates of the photolysis rates and
to then develop a climatology. In particular, the impact of
clouds and ozone will be assessed.
2 Experimental setup
All UV-B irradiance measurements reported here have been
made in the radiation enclosure at the Cape Grim Base-
line Air Pollution Station. This is located some 300 m north
of the main building (Cainey et al., 2007). The location
avoids the shadow of the telecommunication tower that is
situated just to the north of the main building. The exper-
imental details of the UV-B measurements and in situ cal-
ibration technique have been reported elsewhere (Wilson
and Forgan, 1995; Wilson, 2006, 2007). In brief, the sys-
tem alternately measures global and diffuse irradiance with
a scanning double monochromator (Optronics Laboratories
OL752) known as SRAD (Spectral RADiometer). Diffuse ir-
radiance is measured by the global diffuser with a small shad-
ing disk mounted on the elevation arm of a sun tracker (Wil-
son, 2006). The spectral scans are spaced at 5–10 min inter-
vals, depending upon the time of day. The instrument is cal-
ibrated at 342 nm using well-characterised sun photometer
measurements of direct beam irradiance, and the other wave-
lengths calibrated using the ratio-Langley technique (Wil-
son and Forgan, 1995). All this is referenced to a top-of-
the-atmosphere spectrum (Chance and Kurucz, 2010) which
serves as the primary calibration of both wavelength and in-
tensity. The optical input for the system was modified in Oc-
tober 1999, resulting in higher optical throughput (and hence
better signal/noise ratios) and a diffuser with a better cosine
response. The focus of this work is therefore on the period
after the change in diffuser.
It is worth noting that the cosine error of the diffuser is de-
termined from the solar zenith angle dependence of the ratio
of the SRAD-derived direct beam irradiance to the sun pho-
tometer. A correction for this variation can then be applied
during the calibration.
The resulting database of measurements includes alternat-
ing estimates of global and diffuse irradiance at each wave-
length and time. The determination of the components of the
irradiance at a single time is based on interpolation of the dif-
fuse/global measurements before and after the global/diffuse
measurement in question (Wilson and Forgan, 1995), and so
the derived signals are an approximation of the value for the
10–20 min period around the nominal measurement time.
The input diffuser was constructed from PTFE but was not
temperature-controlled. The phase change reported for this
material at around 292 K (Ylianttila and Schreder, 2005) is
therefore a source of uncertainty in these measurements. This
will also impact the calibration, so that this effect will be at
least partially captured in the variability of the calibrations.
3 Methodology
3.1 Derivation of J (O1D) production from UV-B
measurements
As the Cape Grim UV data set includes both the diffuse and
global irradiance, Eq. (5) can be used, as the direct beam
irradiance can be derived from the difference between the
global and diffuse component (see Eq. 4). This leaves the
determination of the ratio α. For the wavelength region of
interest (300–330 nm), a value of 2.0 could be used, which is
the value appropriate for isotropic radiation (McKenzie et al.,
2002) and clear skies. In cloudy conditions α decreases. The
calculations have been carried out using both the clear-sky
estimate of α and a value of 1.73, typical of cloudy conditions
(Kylling et al., 2003). For the analysis here the values using
the lower value for α have been used unless otherwise noted.
For the ozone absorption cross section (σ (λ,T ), Eq. 2)
the measurements of Malicet et al. (1995) at 22 ◦C have been
used, in conjunction with the temperature-dependent O1D
quantum yield (Sander et al., 2006), derived using the hourly
average air temperature measured at Cape Grim (as part of
the meteorology programme) (Cainey et al., 2007).
The UV-B measurements span the region 298–335 nm, and
this can lead to an underestimate of the photolysis rate as the
product σ ·φ·F (see Eq. 2) can be non-zero outside this wave-
length range. A study by Jäkel et al. (2006) found that cut-
offs below 298 nm did not perturb the estimate of J (O1D)
by more than 5 %, with the maximum error at times of low
column ozone and high sun. Test measurements using spec-
tra measuring out to 340 nm found that including the region
between 335 and 340 nm altered J (O1D) by less than 1 %.
There is no recommended quantum yield for O1D above
340 nm (Sander et al., 2006). The estimates presented here
will therefore be biased low by the limited wavelength cov-
erage by typically less than 5 %. To correct for this, all values
have been scaled by a factor of 1.025.
The uncertainty in these derived J (O1D) values have been
estimated, with details given in the Appendix. In brief, the
irradiance measurements have a calibration uncertainty (1σ )
of 5.5 %. The combined uncertainty of all terms contribut-
ing to the calculation of J (O1D) is found to be 16 % (1σ)
for a single measurement. When multiple measurements are
averaged, the uncertainty approaches 12 %. This uncertainty
estimate does not include the impact of model assumptions,
including the assumption of isotropic diffuse irradiance.
3.2 Modelling J (O1D)
In the analysis of data the model TUV (Tropospheric Ul-
traviolet and Visible Radiation Model) version 5.0 has been
used (Madronich and Flocke, 1997). One of the changes in
www.atmos-chem-phys.net/15/7337/2015/ Atmos. Chem. Phys., 15, 7337–7349, 2015
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Figure 1. Comparison of clear-sky calculation values to measure-
ments. Calculations have been performed with the column ozone
amount reported by the TOMS satellite. J (O1D) has been calcu-
lated using an α of 2.0 relevant to clear skies (green line) and 1.73
(cloudy – black line).
this version of the model is the use of the same solar spec-
trum (Chance and Kurucz, 2010) as that used for the cali-
bration of SRAD. The calculations have been run at a range
of solar zenith angles using an aerosol optical depth (AOD)
of 0.05 at 550 nm, a value typical of conditions at Cape
Grim (Wilson and Forgan, 2002). The ozone column amount
used is derived from satellite measurements (Total Ozone
Mapping Spectrometer, or TOMS) (http://disc.sci.gsfc.nasa.
gov/acdisc/TOMS). Because the model uses the same spec-
tral data (top-of-the-atmosphere spectrum, ozone cross sec-
tion, quantum yield) and only considers clear-sky conditions,
the agreement between measurements and model could ap-
proach the uncertainty in the calibration, which is estimated
to be around 6 % (Appendix), although this does not include
an estimate for the uncertainty in the ozone column or any
estimate of the uncertainty in the model.
4 Results and discussion
4.1 Comparison of measured J (O1D) with model
estimates
The measurements can be compared with the clear-sky cal-
culations performed using TUV 5.0, where the experimen-
tally derived values have been estimated using both a clear-
sky and cloudy estimate of α. The results of this are shown
in Fig. 1. It can be seen that for the data from both Febru-
ary 2000 (low column ozone) and October 2003 (high col-
umn ozone) there is good agreement between model and
measurement (average deviation 2 %) if the appropriate value
(clear sky) of α is used. Differences at high sun are around
3 %. Several days exist where the irradiance appears to vary
smoothly but with differences of up to 10 % at solar noon.
This could be due in part to the limited measurement range
Figure 2. Photolysis rate J (O1D) observed at Cape Grim 2000–
2005. Gaps in the data are due to instrument failure. Date markers
indicate the beginning of each year.
(Sect. 3.2), a calibration issue that occurs at these solar
zenith angles, aerosol, ozone column estimate errors or due
to clouds. The aerosol optical depth does not appear large
(based on the sun photometer) and the ozone retrieved using
the midday calibration are not substantially different from the
satellite. The smooth change in J (O1D) implies no clouds
near the sun, but there can be clouds well away from the sun
that are altering the observed photolysis rate. Without a mea-
sure of the cloud field it is hard to distinguish between these
possibilities.
4.2 Annual cycle in J (O1D)
The data collected for the period 2000–2005 are shown in
Fig. 2. The data set comprises over 108 000 measurements.
The gaps in the data set represent times when the equipment
failed.
The annual cycle is the dominant feature in this plot. To
quantify this, monthly mean values have been calculated by
sorting all data from a month into 24 hourly bins, and from
these bins producing an average daily cycle for each month.
It is assumed that if no measurement is made in one of the
24 hourly bins during the month then the average is zero. The
average of the 24 hourly averages is then calculated for each
month in the 6 years. This method has been used to limit the
impact of possible biases from collecting spectra at varying
time intervals.
Despite the variability seen in the individual measure-
ments (see Fig. 2), the monthly averages are relatively sta-
ble (Fig. 3, top panel). The lower panel of Fig. 3 shows that
for midsummer and midwinter the interannual variability in
the monthly averages is 3–5 %, with the increases in between
presumably driven by the the observed annual cycle. That is,
during spring and autumn it matters more when in the month
the measurements have been made. Changes in ozone col-
Atmos. Chem. Phys., 15, 7337–7349, 2015 www.atmos-chem-phys.net/15/7337/2015/
S. R. Wilson: J (O1D) at Cape Grim 2000–2005 7341
Table 1. Monthly mean photolysis rate J (O1D). This is calculated
using hourly averages for each of the 24 h in the day.
Month Mean (SD)
s−1× 10−6
1 9.86 (0.55)
2 8.37 (0.61)
3 5.13 (0.60)
4 2.63 (0.26)
5 1.39 (0.20)
6 0.67 (0.05)
7 0.72 (0.03)
8 1.28 (0.08)
9 2.67 (0.56)
10 4.44 (0.60)
11 7.34 (0.38)
12 9.57 (0.57)
umn amount could be a contributing factor. Using the coinci-
dent satellite ozone data shows a maximum in ozone variabil-
ity in midwinter, suggesting that ozone is not the main driv-
ing force. The resultant average monthly J (O1D) for Cape
Grim is also presented in Table 1 along with the standard de-
viations.
Measurements of J (O1D) have been reported for 2002–
2006 in the eastern Mediterranean (Gerasopoulus et al.,
2012). The interannual variability in the monthly mean max-
imum clear-sky irradiance is of the order of 7–8 %. This is
comparable to the monthly relative standard deviation in all
measurements at Cape Grim (9.2 %). The two locations are
very different, both in terms of aerosol loadings and cloudi-
ness, so the similarity is not expected.
Earlier measurements of interannual variability of UV-B
have been reported for Ushuaia in Argentina (Frederick et al.,
2001). For global irradiance at 305 nm, an interannual vari-
ability (standard deviation) of around 25 % was found. The
variability in global irradiance could be expected to be big-
ger than that for J (O1D) with the different dependence on the
angle of incidence of radiation. The mean of the monthly rel-
ative standard deviation (9.2 %) is indeed slightly lower than
that observed for global UV-B irradiance (10.8 %) as deter-
mined from the Cape Grim data. However, both are signifi-
cantly less than reported from Argentina. This is presumably
a reflection of the difference in climate or ozone.
To investigate any trend in the data, both monthly trends
for each month and trends as a function of season have been
calculated. The most significant linear trend is in summer
(December–February) (−1.7± 1.1 (SD) % year−1), but this
is not significant at the 90 % level. Satellite estimates of
changes in irradiance at 305 nm due to stratospheric ozone
and clouds at this latitude are 0.3–0.4 % year−1 (averaged
over 1979–2008) (Herman, 2010). For the shorter period
measured here it is not possible to detect changes of that
0 . 0
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Figure 3. Annual cycle of J (O1D). The bottom panel shows the
scatter in the monthly values as a percentage of the monthly mean.
magnitude, and local effects on cloudiness could determine
the magnitude (and sign) of the observed trend.
4.3 Ozone column dependence
The dependence of J (O1D) on solar zenith angle has been
determined by sorting all data into 5◦ bins, and the results are
summarised in Fig. 4. For this plot, zenith angles up to 82.5◦
have been included. All measurements have been adjusted
to 1 a.u. (correction for the annual variation in the earth–sun
distance; Iqbal, 1983). A few measurements made at solar
zenith angles below 17.5◦ have been excluded as they rep-
resent a brief period in midsummer. Included in the plot are
J (O1D) estimates calculated using the TUV model for cloud-
free conditions and an aerosol optical depth of 0.05. Calcu-
lations for two ozone column amounts are shown, 250 and
350 DU, which are typical seasonal maximum and minimum
values observed at this location as derived from satellite mea-
surements (TOMS).
A significant fraction of the variability can be due to the
differences in the ozone column during the year. To charac-
terise the dependence, functions of the following form were
fitted to the measured J (O1D):
J (O1D)=
(∑
i
Ai exp(−Bi/cosθ)
)
·
(
Osat3 /300
)−RAF
, (7)
where θ is the solar zenith angle; Osat3 is the total ozone col-
umn retrieved from satellite for the measurement day; and
Ai , Bi and RAF are fitted. RAF is the radiation amplification
factor to be determined (Micheletti et al., 2003). The results
www.atmos-chem-phys.net/15/7337/2015/ Atmos. Chem. Phys., 15, 7337–7349, 2015
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Table 2. Results for fitting J (O1D) with the form shown in Eq. (7). Brackets [. . . ] surround values that have been assumed in the fit.
Uncertainties (in brackets) are standard errors in the last quoted figure of the fitted parameters. Units for A1 and A2 are s
−1. The “median
fit” is a fit to the medians as shown in Fig. 5.
Fit A1/10
−4 B1 A2/10
−5 B2 RAF R
2
All data 1.796(8) 1.743(3) 1.531(9) 0.859
4.9(2) 3.07(5) 2.9(2) 0.91(2) 1.555(9) 0.865
Medians 2.4(2) 1.92(7) [1.53] 0.996
4.2(3) 2.7(1) 1.5(4) 0.69(9) [1.53] 1.000
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Figure 4. Solar zenith angle dependence of J (O1D). Crosses mark
the 1st and 99th percentile. The boxes span 25–75 %, the whiskers
mark 10 and 90 %, the central line indicates the median and the
square the average value. The x axis value is the central value of the
5◦ bin used. The two solid lines were calculated using TUV (V 5.0)
for ozone column amounts of 250 DU (February) (black solid line)
and 350 DU (September) (red solid line). The short-dashed green
line is the fit of a single exponential term to all data.
for the fit to the entire data set using either one or two expo-
nential terms (i = 1 or 2) are shown in Table 2 and for one
exponential term in Fig. 4. Using two exponentials produces
a slightly better fit, and both fits produce an RAF estimate in
reasonable agreement with calculations of 1.4–1.5 (McKen-
zie et al., 2011).
Using this derived ozone RAF, the data set was normalised
to both 300 DU and 1 a.u. as shown in Fig. 5. Given the large
difference between the median and average values for the
bins, a second fit was performed to the median of the binned
values of Fig. 5, and the fits are also included in Table 2. For
reference, the fits with two exponential terms, using all data
and the medians, are included in Fig. 5. It should be noted
that the increase in R2 is due to the change in the nature of
the data being fitted.
The removal of the variation due to changes in strato-
spheric ozone, as described by the satellite ozone measure-
ments, reduces the interquartile variability by up to 20 % as
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Figure 5. Cape Grim measurements of J (O1D) adjusted to a nom-
inal 300 DU and 1 a.u. The solid line is the calculated J (O1D) for
clear skies and 300 DU ozone column and an aerosol optical depth
of 0.05 using TUV 5.0 (Madronich and Flocke, 1997). The two bro-
ken lines are the results of the fits using two exponential terms to
either all data or the median value of each bin (see also Table 2).
shown in Fig. 6. The effect on high-sun (small solar zenith
angle) measurements is smaller, as this is only collected in
midsummer, and so the ozone variability is small. At larger
solar zenith angles (> 50◦) the percentage reduction dimin-
ishes also, presumably because, as the absolute intensity de-
creases, other effects, including the impact of measurement
uncertainty, become larger.
4.4 Cloud impact
Clouds can both reduce and enhance solar radiation at the
ground level. Figure 5 shows that the 99th-percentile value
is close to the clear-sky calculated value at solar zenith an-
gles less than 50◦. This suggests that the measurements are
dominated by cloud attenuation, with little evidence of an en-
hancement of radiation due to clouds (Calbó et al., 2005). At
solar zenith angles greater than 65◦, a larger fraction of ob-
servations exceed the clear-sky calculation. There is no data
to support more broken cloud conditions which could lead to
enhancement. It seems more likely that this is due to uniden-
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Figure 6. The interquartile (75–25 %) difference as a percentage
of the median value as a function of solar zenith angle. UVB is the
global irradiance, and the other two terms are the derived photolysis
rates, with the red curve measurements having been corrected to
a constant column ozone amount.
tified detector cosine errors, limitations in the interpolation
used to determine the direct beam and diffuse irradiance, or
errors in the model.
To assess the overall impact of clouds, the ratio of the me-
dian value to the calculated clear-sky value was determined
(Fig. 7). This shows that for solar zenith angles less than 70◦
the median is approximately 70 % of the calculated clear-sky
value. From 20 to 70◦ the calculated impact of clouds on
J (O1D) increases by 15 %, a trend also predicted in models
of the cloud impact on UV irradiance (Lindfors and Arola,
2008; Mateos et al., 2014).
The results for solar zenith angles greater than 70◦ show
that clouds have a diminishing impact as the sun approaches
the horizon. A similar observation has been made in both cal-
culations and observations (Mateos et al., 2014). However,
both measurement uncertainties (due to smaller signals and
variations in detector angular response) and modelling lim-
itations may well be playing a significant role. Note in par-
ticular the dependence of the uncertainty estimate on solar
zenith angle, as discussed in the Appendix. The enhancement
in interquartile range, also shown in Fig. 7, could also be due
to measurement uncertainty.
Attempts to capture the cloud variability through indepen-
dent observations have not been very successful. Measures
such as visual observations and automatic sky cameras have
not been implemented at Cape Grim. While sun photome-
ters make measurements during this period, they do not make
measurements of cloud optical depth as has been used else-
where (Anton et al., 2012). Long-wave downward radiation
(LDR) measurements have been used to estimate cloudiness
(Marty and Philipona, 2000; Dürr and Philipona, 2004). The
attraction of this measure is that LDR is relatively insensi-
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Figure 7. Top panel shows the ratio of the median measured
J (O1D) to that from a calculation for clear skies. The bottom panel
shows the spread in quartile values as a ratio to the median.
tive to the solar position, and so should be independent of the
other factors influencing J (O1D). An attempt at using LDR
has been made using half-hourly long-wave radiation aver-
aged values measured at Cape Grim (Wilson and Shinkfield,
2007) to derive the clear-sky index (Marty and Philipona,
2000). In this case it was possible to produce a fit extending
Eq. (8) with an additional term (Clear-Sky Index)α , where α
is a fitted parameter. Fitting the entire data set where LDR
values were available returned a significant value for the
exponent (−0.19± 0.01). However, the fit did not improve
significantly, as measured by the adjusted R2 (increases of
∼ 0.0005), implying that this is not a useful approach. This
could be due to the insensitivity of long-wave radiation mea-
sures to higher-level clouds (Schade et al., 2009; Boers et al.,
2010). However, cloud bases are often low at Cape Grim
(800–1000 m), as observed by lidar measurements, (Young,
2007), and so LDR should be a reasonable measure. It is
more likely that the features of clouds that cause changes
in the observed LDR are not simply related to those features
which result in a significant reduction (or enhancement) of
J (O1D).
A dependence of J (O1D) on aerosols has been identified
in measurements in the eastern Mediterranean (Gerasopoulus
et al., 2012), which could in principle be part of the variation
identified here as a cloud impact. However, the low aerosol
optical depth (mean of 0.07 at 500 nm compared with 0.23 in
the Mediterranean; Gerasopoulus et al., 2011) makes this a
small effect, especially when compared to the very common
cloud cover at Cape Grim.
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4.5 Wider relevance of the observations
The atmospheric composition at Cape Grim is dependent on
wind direction, and clean or “baseline” conditions are de-
fined by standard measures (Downey, 2007). The impact on
atmospheric chemistry of the photolysis measured here will
depend on whether the local atmosphere is clean or polluted.
However, an analysis of the data presented here filtered for
only those measurements collected under baseline conditions
gives results not statistically different from those observed
for the entire data set. As the baseline selection process elim-
inates a significant fraction of the data, the variability does
increase.
Another important question is how reliably the climatol-
ogy measured here is representative of a larger region. Cape
Grim, sitting on the coast, could have a cloud environment
different to locations out to sea and inland. A study of the
global irradiance at a number of locations concluded that
Cape Grim experienced cloud conditions similar to the south-
ern ocean in this area (Bishop et al., 1997). While the sta-
tion is some 90 m above sea level, the observations remain
well below the cloud base height of 800–1000 m (Young,
2007). A study of rainfall has shown that while rainfall
varies when moving inland it is reasonably constant along the
coast (Jasper and Downey, 1991). The ISCCP data set (http:
//isccp.giss.nasa.gov/index.html) shows that cloud amount at
this latitude band over the oceans is 80–90 %, with little de-
pendence on longitude and without an obvious trend over the
period 1984–2008. Therefore, the cloud impacts observed at
Cape Grim should be representative of the marine environ-
ment at these latitudes.
Modelling studies (Liu et al., 2006) calculated that the im-
pact of clouds on J (O1D) is around −8 % averaged through-
out the troposphere but that ground level impacts are larger,
of the order of −20 %. The data presented here show an im-
pact of clouds on J (O1D) somewhat larger than the calcula-
tion. The reduction is less than that often observed for global
UV irradiance at 50 % cloud cover (Calbó et al., 2005), un-
derlining the relative insensitivity of actinic flux density to
clouds. This is a result of the relative importance of diffuse
radiation to the photolysis rate, and the limited impact of
clouds on total diffuse irradiance (Blumthaler et al., 1994).
The results of this study permit the prediction of J (O1D)
in the current climate. The impact of stratospheric ozone re-
covery should be well described by our current understand-
ing. However, it would be useful to estimate the likely im-
pact of future changes in cloud properties on J (O1D). With
the reasonable agreement between models and observations
seen at Cape Grim there can be some confidence in their pre-
dictions. For the maritime environment investigated here the
overall impact of clouds is relatively small (−30 %) given
the 80–90 % cloud cover. Any future climate changes would
need to change the frequency of clouds significantly to alter
J (O1D) greatly. Other changes, such as a change in cloud
optical depth, may be more significant. Verifying any such
changes in J (O1D) will require ongoing observations.
5 Conclusions
Six years of estimates of J (O1D) are presented for a clean
Southern Hemisphere marine site. The impact of solar zenith
angle and total column ozone can be clearly seen and quan-
tified, and the stratospheric ozone dependence is in good
agreement with radiation model estimates. The impact of
clouds can also be characterised, with bounds on the im-
pact of clouds determined as a function of solar zenith angle.
However, attempts at modelling the impact of clouds using
independent radiation measurements (long-wave downward
radiation) produced fits that did not significantly improve the
quality of the model. So while the impact of clouds can be
quantified, a good proxy for this has proven elusive.
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Appendix A: Uncertainty estimates for J (O1D)
measurement
In this Appendix an estimate of the uncertainty in the mea-
surements using SRAD is presented. Given the unusual na-
ture of the calibration used for this instrument, this analysis
is preceded by a description of the calibration method, fol-
lowed by estimates of the uncertainties in the components of
the calibration to derive an uncertainty in the determination
of the irradiance. This is then used to derive an uncertainty
in the spectral actinic flux. Then the uncertainty in J (O1D)
is considered.
A1 Calibration strategy
The strategy for calibration of the spectral radiometer
(SRAD) has been described elsewhere (Wilson and Forgan,
1995). The method will be summarised here at least partially
to harmonise the different symbols and terminology used.
The key principle is to use the sun as the reference calibration
source. This equates to a knowledge of the solar direct beam
irradiance as a function of wavelength ET0 (λ), where T here
indicates the top of the atmosphere. For this work the spec-
trum of Chance and Kurucz (2010) has been used. The initial
focus is on the calibration of direct beam irradiance. Once
this has been completed, the calibration of diffuse irradiance
is determined, and then direct and diffuse are combined to
derive the global spectral irradiance. It should be noted that
the direct beam irradiance is measured by sun photometers
directly, whereas the direct beam irradiance is inferred from
measurements of global and diffuse signals.
Atmospheric transmittance can be expressed in terms of
the signal at ground level S0(λ) and top of the atmosphere
ST0 (λ) or in terms of the direct beam irradiance (E0). For
measurements at a particular (reference) wavelength (λr) this
can be expressed as
E0(λr)
ET0 (λr)
=
(
S0(λr)
ST0 (λr)
)
sunp
=
(
S0(λr)
ST0 (λr)
)
SRAD
. (A1)
Here, the subscript sunp refers to measurements made with
a sun photometer, and SRAD to measurements made with
a spectral radiometer. For the calibration of sun photome-
ters, various techniques have been developed to determine
ST0 (λr), as aerosol optical depth is determined from the at-
mospheric transmittance. A calibrated sun photometer there-
fore provides a measure of the transmittance at a particular
measurement time, allowing an estimate of the SRAD top-
of-the-atmosphere signal ST0 (λr). Knowledge of E
T
0 (λ) then
permits the derivation of the direct beam irradiance at ground
level.
For other wavelengths we can determine the relative cali-
bration using the ratio-Langley technique. The Langley tech-
nique is a well-known implementation of the Beer–Lambert
law where the top-of-the-atmosphere signal is derived from
direct beam solar measurements at a range of solar zenith
angles. Fundamental to this method is the assumption that
during the period of the analysis the atmospheric optical
depth does not change. Alternative methods have been de-
veloped, such as the ratio-Langley technique (Forgan, 1988).
The ratio-Langley technique determines the ratio in the top-
of-the-atmosphere signal between two wavelengths, assum-
ing that the difference in optical depth between the two wave-
lengths does not change during the calibration, which is a
much less stringent requirement, particularly when the two
wavelengths being compared are close.
The ratio-Langley technique provides estimates of the ra-
tio of top-of-the-atmosphere signals, with this information
derived from the spectral radiometer measurements:
cRL(λ)=
ST0 (λ)
ST0 (λr)
. (A2)
In practice this means dividing the direct beam irradiance
spectrum (from SRAD) by the direct beam irradiance at λr
for a series of clear-sun measurements, and then extrapolat-
ing these ratios back to an air mass of zero using the standard
Langley technique.
With the calibration at λr from above (Eq. A1), the direct
beam irradiance can be derived at other wavelengths:
E0(λ)= S0(λ)
ET0 (λ)
ST0 (λ)
= S0(λ)
ST0 (λr)
ST0 (λ)
ET0 (λ)
ST0 (λr)
=
S0(λ)
cRL(λ)
ET0 (λ)
ST0 (λr)
. (A3)
The derived direct beam irradiance depends therefore on
four independent factors as given on the right-hand side of
this equation, including the measurement itself. Each term
will therefore now be considered and then combined to pro-
duce an overall uncertainty estimate.
A1.1 Estimate of ST
0
(λr) and uncertainty
The sun photometer measures the solar direct beam irradi-
ance at a range of visible and UV wavelengths chosen to be
relatively free from the influence of molecular absorption.
The wavelength relevant for these measurements is 342 nm.
This wavelength has been calibrated in situ through the use
of the general method (Forgan, 1994). This method is also an
extension of the Langley technique, assuming that the rela-
tive size distribution of the aerosols is constant for the time
period being used for calibration, and results in significantly
improved reproducibility (factor of 5) of the calibration val-
ues (Forgan, 1994).
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From Eq. (A1), the SRAD top-of-the-atmosphere signal at
the reference wavelength is given by
ST0 (λr)SRAD = S0(λr)SRAD
(
ST0 (λr)
S0(λr)
)
sunp
= ST0 (λr)sunp
(
S0(λr)SRAD
S0(λr)sunp
)
. (A4)
The ratio of the direct beam signal from SRAD to the sun
photometer can be determined every time there are valid co-
incident measurements of the direct sun.
In determining the calibration of the Carter–Scott SPO1A
sun photometer (ST0 (λr)sunp), the full 8 years of the oper-
ation of the has been analysed. During this time over 900
periods were available for calibration of this instrument (pe-
riods of observations with a solar zenith angle in the range
60–74◦ following the removal of measurements impacted by
clouds). The top-of-the-atmosphere sun photometer signal
derived from this has an experimental standard deviation of
the mean of less than 0.3 %.
The ratio of the direct beam signals of the two instruments
(last term in Eq. A4) depends on both the absolute sensitiv-
ity of SRAD, which varied during the time period, and any
non-ideal solar zenith angle response of the SRAD diffuser
(which did not alter significantly during the measurements
reported here). This solar zenith angle dependance (cosine
error) has been assessed by determining the solar zenith an-
gle dependence of the ratio of SRAD to the sun photometer
and corrected. the uncertainty in the cosine correction, deter-
mined by the scatter around a smooth curve, is of the order
of 1 % at solar zenith angles less than 80◦.
Following the correction for the solar zenith dependence,
the ratio of the direct beam irradiance signals are quite stable,
except when there have been significant instrument changes.
In the period 2003–2005 when the instruments were not
changed the estimated central value derived from the median
has a standard deviation of 0.5 %.
A1.2 cRL(λ)
The accuracy of ratio-Langley-derived ratio has been as-
sessed for sun photometers (Forgan, 1988), where single-day
calibrations had a relative standard deviation of< 1 % and an
accuracy consistent with this, using the Langley-derived val-
ues as the true value (measurements were made at a high al-
titude site (Mauna Loa), where the Langley approximations
are more valid). Using data from sun photometers operat-
ing at Cape Grim with stable channels, a standard deviation
of the ratio of less than 2 % was observed. For the SRAD
analysis, the scatter of the retrieved calibrations cRL(λ) has
been determined for each calendar year. For wavelengths
above 300 nm the standard deviation of the mean is <1 %
but climbs rapidly to 2 % by 298 nm. For the purposes of the
uncertainty estimate, a value of 1 % has been used.
A1.3 ET
0
(λ) and overall calibration uncertainty
The irradiance at the top of the atmosphere is taken from
Chance and Kurucz (2010). In this work they report an accu-
racy of better than 5 %. For the purposes of this analysis their
estimate is assumed to be 1σ , and this value has been used for
the determination of the calibration uncertainty. When com-
bined with the other uncertainties listed above for the terms
in Eq. (A3), the total uncertainty of the direct beam calibra-
tion is estimated to be 5.5 %.
A1.4 S0(λ)
The direct beam irradiance signal (S0(λ) is derived from se-
quential measurements of global and diffuse irradiance sep-
arated by several minutes. Further, the direct beam irradi-
ance is derived as the difference between measurements of
the global and diffuse signal, and hence there is significant
uncertainty introduced by this process. As the sun photome-
ter is not subject to these limitations, scatter in
S0(λr)SRAD
S0(λr)sunp
will
be dominated by the SRAD uncertainty unless this ratio ap-
proaches the standard deviation in the sun photometer mea-
surements, which is less than 1 %. (It should be noted that
SRAD returns measurements of global and diffuse irradiance
with a standard deviation of 1 % as measured by repeated
measurement.)
The observed scatter in
S0(λr)SRAD
S0(λr)sunp
(determined from the
median absolute deviation scaled by 1.48, which equates to
the standard deviation for a normal distribution) is 12 %.
While this estimate is based on measurements of “clear sun”,
this does not mean clear sky but rather observations where
the sun is not obscured by cloud. This variability will dom-
inate other errors. For example, at large zenith angles (low
signal) the wavelength of maximum contribution to J (O1D)
around 310–320 nm has a signal intensity at least 100-fold
greater than the noise. As a Type A estimate of uncertainty
(JCGM, 2008), estimates derived from multiple measure-
ments will have a smaller uncertainty.
A1.5 S,S↓
The uncertainty in the diffuse and global signals can be esti-
mated from the relationship given in Eq. (4) (main text) with
an assumption in the relative uncertainty in the diffuse and
global measurement. Since both measurements need to be in-
terpolated, both are subject to the same error sources. If the
percent scatter is the same for both diffuse and global, the
implied uncertainty in both is approximately 8 %. Note that
these two quantities are independently measured. The wave-
length dependence of this uncertainty in S and S↓ is difficult
to quantify, but it seems unlikely to be significant.
For E and E↓, the uncertainty is the combination of mea-
surement and calibration uncertainties, which for a single
measurement is 10 %.
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A2 Uncertainty in F
The uncertainty in F as derived from Eq. (5) (main text) will
contain the calibration uncertainty discussed above, the mea-
surement uncertainty in the global and diffuse irradiance and
the uncertainty in α. First, Eq. (5) is recast in terms of the
measured quantities:
F = E↓(α− 1/µ)+E/µ. (A5)
Assuming that the correlation between variables is small
(Sect. 5.1.2, JCGM, 2008), so that the higher-order terms can
be ignored, the uncertainty in F can be written as
σF
2
= (σE↓(α− 1/µ))
2
+ (σαE↓)
2
+ (σE/µ)
2. (A6)
The remaining quantity to be estimated is the uncertainty
in α. Based on the work of Kylling et al. (2003), α should
lie in a range 1.73 (cloud)–1.96 (clear sky). The distribution
of conditions are probably not normally distributed within
these limits. Following Section 4.3.7 of JCGM (2008), with
no knowledge of the distribution, a uniform distribution is
assumed between these limits, giving an uncertainty of 3.5 %
(1σ).
Equation (A6) gives an uncertainty that is dependent upon
the solar zenith angle. At around 56◦ the first term is close to
zero, and, given the estimates given above, the second term
is a few percent of the final term. It is informative to consider
the case when it is overcast. Then E0 = 0, and the expression
for F becomes F = E↓α. However, as E0 is determined by
the difference between the global and diffuse spectral irradi-
ance, the uncertainty remains dependent upon µ. Therefore,
for all viewing conditions the uncertainty in F increases with
increasing solar zenith angle.
Equation (A6) has been evaluated for the whole data set
presented here. On average, it is found that the final term is
80 % of the total uncertainty, with the other two terms being
around 10 % each. The derived median uncertainty for F is
12 % for a single measurement.
When considering averages of measurements, the impor-
tance of the signal uncertainty will decrease, and the uncer-
tainty in E and E↓ should approach the calibration uncer-
tainty. Under these conditions the uncertainty remains domi-
nated by the final term in Eq. (A6), with a median uncertainty
of 7 %. Given that the uncertainty term involving σα is rela-
tively small, the assumption of the form of the distribution of
α is not critical.
A3 Determination of J (O1D)
To evaluate the uncertainty in the integral given in Eq. (2)
(main text), it is necessary to consider all terms over an
extended wavelength range. The combined uncertainty of
the cross section and quantum yield for the production of
J (O1D) from ozone is estimated to be 10 % (1σ by Sander
et al., 2006) for the relevant wavelengths here.
Table A1. Summary of the percentage uncertainties (1σ) in deter-
mining the irradiance, the estimation of the spectral actinic flux and
J (O1D). The “limiting” uncertainties are calculated for estimates
based on averaging numerous measurements. In this case the mea-
surement uncertainty is no longer significant.
Quantity Component % uncert.
Calibration (E0(λ)) Cosine corr. 1
ST
0
(λr) 0.5
cRL(λ) 2
ET
0
(λ) 5
Overall calibration uncertainty 5.5
Measurement uncertainty (S0) 12
(S,S↓) 8
Overall uncertainty E, E0 10
F α 3.5
Combined uncertainty 1 meas. 12
Combined uncertainty limiting 7
Ozone properties 8,σ 10
Limited wavelength range 1.4
J (O1D) 1 meas. 16
J (O1D) limiting 12
The UV-B measurements span the region 298–335 nm, and
this can lead to an underestimate of the photolysis rate. A
study by Jäkel et al. (2006) found that cut-offs below 298 nm
did not perturb the estimate of J (O1D) by more than 5 %,
with the maximum error at times of low column ozone and
high sun. Test measurements using spectra measuring out to
340 nm found that including the region 335–340 nm altered
J (O1D) by less than 1 %. There is no recommended quan-
tum yield for O(1D) production above 340 nm (Sander et al.,
2006). The estimates presented here will therefore be biased
low by the limited wavelength coverage by typically less than
5 %. The estimates of J (O1D) have therefore been increased
to correct for this bias by 2.5 %, and the 1σ uncertainty in this
is estimates to be 1.4 %, using the distribution logic applied
to σα given above.
The resultant estimated uncertainties are summarised in
Table A1. It should be noted that this does not include any
estimate of the impact of model assumptions, including the
assumption of isotropic diffuse irradiance or the assumption
of the surface albedo equal to zero.
For comparison with the model TUV 5.0 (Madronich and
Flocke, 1997) some of the uncertainties are common, as the
same spectral data are used and the comparison is with clear
skies, where the uncertainty in α is much smaller. Therefore
in this case the relevant uncertainty is close to the calibration
uncertainty (5.5 %), although the ozone column, taken from
TOMS satellite measurements, is an assumed parameter in
this comparison.
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